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The internal organs of rats and rabbits were clearly imaged noninvasively using a deeply penetrat-
ing reflection-mode photoacoustic imaging system. This imaging system had previously been found
to provide an imaging depth limit of 38 mm. In the thoracic cavity, major blood vessels connect-
ing to the heart were imaged, and the right atrium was imaged as deeply as 8 mm. In the
abdominal cavities, the kidney and vena cava inferior were also imaged in situ. The vena cava
inferior 13.7 mm deep was imaged. The kidney of a New Zealand white rabbit was also imaged.
This study shows the deep internal organ imaging capability of the system in animals. This tech-
nology can potentially be used to study tumors in internal organs, and be adapted to clinical
diagnosis. © 2008 American Association of Physicists in Medicine. DOI: 10.1118/1.2977534Key words: photoacoustic imaging, internal organ, thoracic cavity, heart, kidneyI. INTRODUCTION
The need for noninvasive small animal imaging is rapidly
growing, as it becomes a standard method to study tumor
growth and monitor tumor regression during therapy. It is
also useful in the development of clinical treatments. Mag-
netic resonance imaging MRI, computed tomography CT,
and positron emission tomography PET are currently the
main radiological methods. They have been adapted for
small animal imaging from clinical technologies.1,2 With
their scaled down adaptation, these imaging modalities have
better spatial resolution and sensitivity than their clinical ver-
sions. However, MRI still has several orders of magnitude
less sensitivity than optical methods to exogenous contrast
agents, CT has less sensitivity to soft tissue and uses poten-
tially harmful radiation, and PET uses radioactive isotopes.3
These drawbacks limit repeated use. Optical modalities, such
as fluorescence imaging and diffuse optical tomography, are
safe, inexpensive, nonionizing, and highly sensitive to en-
dogenous optical contrast, such as hemoglobin, as well as to
exogenous contrast agents. Furthermore, optical methods are
capable of functional imaging of such as the concentration
and oxygen saturation of hemoglobin.4–6 Purely optical im-
aging, however, has poor spatial resolution due to the over-
whelming optical scattering effect in deep regions of soft
tissues.
Photoacoustic PA imaging is an emerging hybrid tech-
nology: It overcomes the poor spatial resolution of purely
optical imaging methods, but retains optical sensitivity and
specificity as well as ultrasonic imaging depth scalability.7–9
PA imaging forms an image by detecting the ultrasonic
waves generated in soft tissues. When a short pulsed laser
light illuminates the tissues, absorbed optical energy in ab-
sorbers causes thermoelastic expansion of the absorbers, gen-
erating ultrasonic waves. Therefore, this technology can pro-
vide high ultrasonic resolution and good imaging depth, both
10,11
of which are scalable with the ultrasonic frequency. Fur-
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sorption, the technology enjoys the advantages of optical im-
aging modalities—sensitivity and specificity to optical
contrast. With these fundamental advantages, PA imaging
technology has been applied to various areas, such as tumor
angiogenesis studies,12 skin cancer detection,13 functional
brain studies,14,15 and human breast cancer imaging.16 Par-
ticularly in small animal studies, it has produced remarkable
brain cortex images with functional and molecular
contrasts.17
Dark-field PA microscopy was developed in reflection
mode, which allows more versatility in imaging.10,18 This
imaging system has produced high-resolution vasculature
images as well as oxygen saturation SO2 maps within
3 mm depth below the skin surface in animals.18 An opti-
cal detection based PA imaging system was developed and
showed good morphological images in situ.19 Even though
both studies made great progress, their imaging depth did not
exceed 3 mm, and they were not appropriate for internal
organ imaging since they employed high frequency ultra-
sonic detectors and low optical excitation energy.
Thus, a deep reflection-mode PA imaging system was pro-
posed using lower frequency ultrasonic detectors and higher
optical energy in the deeply penetrating near-infrared NIR
spectral region, while the laser fluence is still within the
ANSI safety limit.11,20 This study demonstrated the potential
for imaging structures embedded 30 mm below the surface
of chicken breast tissue absorption coefficient a
=0.1 cm−1 and reduced scattering coefficient
s=2.0 cm−1
21
and imaging a rat spleen. Despite both depth
capability of the system and feasibility of internal organ im-
aging in the study, internal organ imaging is still thought to
be problematic because many organs have either strong op-
tical absorption limiting light propagation or gas cavities pre-
venting ultrasound transmission. Depending on their depth,
45240…/4524/6/$23.00 © 2008 Am. Assoc. Phys. Med.
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gans can still be imaged, including their internal structures.
In this study we imaged various anatomical structures in
the thoracic cavity and the cervix of a rat. The kidney and
other structures in the abdominal cavities of both a rat and a
rabbit were also imaged. We believe that this work lays a
foundation for studying internal organs using PA imaging in
small animals.
II. METHODS AND MATERIAL
II.A. Photoacoustic system
The PA imaging system for internal organs was designed
in reflection mode Fig. 1. This imaging system employed
ring-shaped dark-field instead of bright-field illumination.
This illumination can achieve efficient detection of PA waves
from deep regions by reducing the generation of PA waves
on the surface. The surface signals can otherwise interfere
with those from deeper regions and obscure their detection.10
The system can also improve homogeneity of optical fluence
by illuminating an object from more directions. Thus, it can
reduce the shadow effect caused by an adjacent shallower
absorptive object. Three optical parts, a concave lens
LC2873-B, Thorlabs, a spherical conical lens cone angle:
135.6°, and an optical condenser angles: 76°, 104° adjust-
able on an optical rail, produced this illumination pattern.
The distances between the optical components are 7 and
12 cm, respectively. To achieve stronger PA waves in deep
regions, we delivered high optical energy to the targeted re-
gion while observing the ANSI safety limit.20 Therefore, two
prisms mounted on an XY linear translation stage were used
instead of a single optical fiber, which has a lower damage
threshold.
To image internal organs, including embedded structures,
we chose a NIR 800 nm optical wavelength to achieve
deeper optical penetration for all applications in this study.
Light at this wavelength is close to the isosbestic point of the
molar extinction spectra of oxy- and deoxy-hemoglobin, i.e.,
FIG. 1. Schematic of the reflection-mode photoacoustic imaging system.it is sensitive to the concentration of hemoglobin and insen-
Medical Physics, Vol. 35, No. 10, October 2008sitive to the oxygenation of blood. The light source was a
tunable Ti:sapphire laser LT-2211A, LOTIS TII pumped by
a Q-switched Nd:YAG laser LS-2137/2, LOTIS TII. Light
pulses from this laser have a 15 ns pulse duration and a
10 Hz pulse-repetition rate. The light was sufficiently broad-
ened to conform to the ANSI safety limit for the skin at this
wavelength illumination area: 2 cm2, distance to the skin
surface: 7 mm, fluence limit: 31 mJ /cm2.20
For the PA signal detection with minimal ultrasonic at-
tenuation, we chose a 5 MHz central frequency ultrasonic
transducer V308, Panametrics-NDT. The transducer is
spherically focused with 2.54 cm focal length, 1.91 cm di-
ameter active element, and 72% bandwidth based on the full
width at half maximum amplitude. The f number focal
length/diameter of active element is 1.33. The 5 MHz trans-
ducer was suited for achieving good transverse resolution
since it has a low f number high numerical aperture. Trans-
verse resolution was estimated by 1.02f /d  is the mea-
sured wavelength, f is the focal length, and d is the diameter
of the active element. An object was situated below a
5 cm5 cm opening in the bottom of the water container,
and the opening was sealed with a thin and clear membrane.
To couple the object and the transducer acoustically, the
transducer was immersed in water, then ultrasonic gel Sono-
tech, Inc. was applied between the membrane and the ob-
ject. The transducer scanned the object through the opening.
The spatial resolutions of this system with the 5 MHz ultra-
sonic transducer at 19 mm deep were 144 m in the axial
direction and 560 m in the transverse direction.11
To obtain 3D PA data, we employed raster scanning of a
focused ultrasonic transducer using an XY linear translation
stage XY-6060, Danaher Motion, controlled by a computer.
To shorten data-acquisition time, continuous scanning, syn-
chronized with a data-acquisition system without signal av-
eraging, was employed. The scanning step sizes for a 1D
scan X direction, B scan and a 2D scan XY directions, 3D
image were 0.2 and 0.4 mm, respectively. Those step
sizes were adjusted mostly according to the targeted field of
view and acquisition time. For instance, with 0.2 and 0.3 mm
step sizes and a 10 Hz pulse-repetition-frequency laser sys-
tem, the acquisition time was 14 s for the B scan and
15 min for the 3D image, covering a 20 mm20 mm sur-
face area.
PA signals received by the ultrasonic transducer were first
amplified by an amplifier 5072PR, Panametrics-NDT and
then digitized by an oscilloscope TDS 5054, Tektronix with
a 50 MHz sampling rate. These PA signals were compen-
sated for the laser energy fluctuations from pulse to pulse by
signals from a photodiode DET110, Thorlabs, which mea-
sured the energy of each laser pulse.
An image was formed by compiling multiple A scans. At
a single position, the transducer received the PA signal that
originated along the depth direction Z direction, which is
called an A scan. This A scan was converted into a 1D depth-
resolved image by multiplying the time by the speed of
sound in soft tissues 1500 m /s. With scanning in the X
direction, a 2D B-scan image was formed. Through addi-
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visualize 3D data, maximum amplitude projection MAP
was employed, where the maximum amplitude value in each
A scan is projected onto an XY imaging plane.18
II.B. Animal preparation and drug information
All animal experiments were carried out in compliance
with the guidelines on the care and the use of laboratory
animals at Washington University in St. Louis. For small
animal experiments, adult Sprague Dawley rats weighing
200–350 g were used. The rat was initially anesthetized with
a mixture of ketamine 85 mg /kg and xylazine 15 mg /kg
for the hair removal procedure. Since hair scatters laser light,
the hair on the region of interest was gently removed using a
commercial hair-removal lotion before imaging. Before an in
situ imaging experiment, the animal was euthanized by a
pentobarbital overdose 0.1 ml of 26% concentration. For
an in vivo experiment, anesthesia was maintained using a
vaporized isoflurane gas system 1 L /min oxygen and 0.75%
isoflurane, Euthanex Corp. during all image acquisitions.
Vitals arterial SO2 and heart rate were monitored using a
pulse oximeter NONIN Medical Inc., 8600V. For hydra-
tion, 8 ml of 0.9% saline was administered. After image ac-
quisitions, the animal was euthanized by pentobarbital over-
dose. To verify the structures in the PA image, the animal
was dissected and photographed. For a larger animal experi-
ment, a freshly sacrificed New Zealand white rabbit weigh-
ing 3 kg was used. Hair on the region of interest was re-
moved with the same method as for the small animal.
III. RESULTS
III.A. Noninvasive photoacoustic imaging of a rat
thoracic cavity in situ
We imaged the anatomical features in the thoracic cavity
and cervix of a rat weighing 200 g. The 5 MHz central
frequency ultrasonic transducer was employed. The rat was
laid down supine on the animal holder Fig. 2a. After 3D
data were acquired, a PA image was constructed in the form
of MAP in the coronal direction Fig. 2b. The major blood
vessels, such as the common carotid artery CA, jugular
vein JV, superior vena cava, and left cranical vena cava
were clearly imaged. The right atrium RA and the heart
HT were also imaged. Figure 2c is the corresponding ana-
tomical photograph of the thoracic cavity taken after obtain-
ing the PA image. Anatomical photographs Fig. 2d show
the left subclavian vein, external jugular vein, JV, and com-
mon CA. Figure 2e is a photograph of the rib cage, show-
ing the blood vessels around the sternum. The PA MAP im-
age and the anatomical photographs match well. The B scans
Fig. 2f, corresponding to the dashed lines a, b, c, and d
in Fig. 2b, show the depths of the structures. For instance,
the JV is located at 5 mm, and the RA is situated at
8 mm Figs. 2da and 2dc. Skin contours were heu-
ristically added along the skin surfaces for depth measure-
ment since the PA signals from the skin surfaces were too
weak to be detected by software due to the use of dark-field
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images, dark–bright–dark patterns are shown around blood
vessels since the detected PA waves from cylindrical sources,
such as blood vessels, were biopolar signals. Synthetic-
aperture focusing and coherence weighting were applied to
improve the transverse resolution and SNR in the out-of-
focus zone of the ultrasonic transducer.22 This technique also
slightly flattened blood vessels in the image. In PA imaging,
we experienced optical and acoustic attenuation along the
depth direction, hence, deeper structures were imaged with
weaker signal and were not visualized in a MAP image. To
make the deep structures RA, IA, and HT more visible,
therefore, time gain compensation was applied to the depth-
resolved A scans based on the diffusion theory effective
attenuation coefficient eff=1.54 cm−1, where we consid-
ered only optical attenuation for simplicity.
III.B. Noninvasive photoacoustic imaging of a rat
kidney in situ and ex vivo
Kidneys remove wastes from the blood stream, excrete
them, and maintain homeostasis electrolyte concentrations,
control of blood volume, and regulation of blood pressure.23
We imaged in situ the kidney of a rat weighing 205 g with
the same system parameters as used in the thoracic cavity
imaging. The rat was laid down sideways on the holder as
shown in Fig. 3a. The region of imaging is marked with
dotted lines. When intervening structures are located closer
to the transducer than the targeted region and generate stron-
ger PA signals, the targeted region is blocked in the MAP
image. In the kidney image, the rib cage and liver partially
covered the kidney. In the MAP image, therefore, some de-
tails of the kidney were concealed by the rib cage and liver.
Thus, for the MAP image formation, the 3D data were di-
vided into two parts in the depth direction at the top surface
of the kidney. First, the PA signals from above the kidney
FIG. 2. A Photograph of the chest of a rat with hair removed before pho-
toacoustic imaging. Dotted lines indicate the imaging region. B Coronal
photoacoustic MAP image of the thoracic cavity and the cervical area. C
Corresponding anatomical photograph of the thoracic cavity. D Anatomi-
cal photographs of cervical area. E Blood vessels inside the rib cage. F
B-scan images corresponding to the dotted lines a, b, c, and d in B. BS,
blood vessels around the sternum; CA, common carotid artery; EJ, external
jugular veins; HT, heart; IA, innominate artery; JV, jugular vein; LS, left
subclavian vein; LC, left cranial vena cava; RA, right atrium; RS, right
subclavian vein; ST, sternum; and SV, superior vena cava.were used to form a saggital MAP image of the liver LV
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ond, the PA signals from below the top surface of the kidney
were processed to construct a saggital MAP image Fig.
3c, showing the interlobar IB and arcuate AA blood
vessels in the kidney KN,23 the spinal cord SC, and the
vena cava inferior VC. Figures 3e and 3f are the corre-
sponding anatomical photographs. In Fig. 3f, the rib cage
and fatty tissue were removed to reveal the kidney and the
liver more clearly. The LV and the RV in Fig. 3b are in
good agreement with those in Figs. 3e and 3g. The KN,
LV, and the intestine IT in Fig. 3c match those in Fig.
3f. The blood vessel in the SC24 and the vena cava inferior
VC are not shown in the two anatomical photographs be-
cause they are concealed by the lumbodorsal fascia and the
KN. To improve the visibility of deeper structures in the
images, time gain compensation was applied to the depth-
resolved A scans with the same effective attenuation coeffi-
cient as the previous thorax imaging. This compensation im-
proved the visibility of the vena cava inferior VC, situated
13.7 mm deep. Overall depths of each structure are shown
in the axial MAP image Fig. 3d. To confirm the embed-
ded structures of the kidney, it was excised and then imaged
ex vivo. The IB and AA blood vessels23 were imaged in Fig.
4a, and are in good agreement with those in the in situ
kidney image Fig. 3c. In particular, the interlobular IU
blood vessels,23 which are smaller than others, were also
imaged in the ex vivo kidney image Fig. 4a. Figures 4b
and 4c are photographs of the excised and further bisected
FIG. 3. Noninvasive in situ photoacoustic image of the right kidney of a rat.
A Photograph of the rat before photoacoustic imaging. B Saggital pho-
toacoustic MAP image of the blood vessels around the ribs and the liver. C
Saggital photoacoustic MAP image of the kidney, the vena cava inferior, and
the spinal cord. D Axial photoacoustic MAP image showing the depths of
the structures. E Anatomical photograph with the ribs intact, but the skin
removed. F Anatomical photograph with the skin and the ribs removed.
G Anatomical photograph showing blood vessels RV around ribs taken
from the inside. The photographs and photoacoustic images were obtained
from the right side of the rat. AA, arcuate blood vessels; IB, interlobar blood
vessels; IT, intestines; KN, kidney; LF, lumbodorsal fascia; LV, liver; RV,
blood vessels around ribs; SC, blood vessels in the spinal cord; and VC,
vena cava inferior.kidney, respectively.
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We imaged the kidney of a New Zealand white rabbit
weighing 3 kg. The 5 MHz central-frequency ultrasonic
transducer was employed. A PA image was acquired with the
skin intact post mortem. Figure 5a shows a saggital MAP
image of the KN, a blood vessel in the muscle BV, and the
IT. Figure 5b is the corresponding anatomical photograph,
which shows the kidney and the intestine. The structures in
the PA image match those in the anatomical photograph well.
Unlike the in situ kidney image of a rat Fig. 3c, this
image does not show the embedded structures of the kidney.
FIG. 4. A Ex vivo photoacoustic saggital MAP image of an excised whole
rat kidney. B Photograph of the excised kidney. C Photograph of the
bisected kidney. AA, arcuate blood vessels; IB, interlobar blood vessels; IU,
interlobular blood vessels; RV, renal blood vessels; and BD, boundary of the
kidney.
FIG. 5. Noninvasive in situ photoacoustic image of the left kidney of a
rabbit. A Saggital photoacoustic MAP image. B Corresponding anatomi-
cal photograph. C Axial photoacoustic MAP image. D Photograph show-
ing the thickness of tissue layers situated above the kidney. E Photograph
of the blood vessel BV in the skin taken from the inside. F Volume
rendered image. The photographs and PA images were obtained from the left
side of the rabbit. BV, blood vessel; IT, intestine; KN, kidney surface.
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the structures. The skin surface was not shown in Fig. 5c
since a relatively high-contrast structure IT suppresses a
low-contrast structure skin. The top surface of the kidney
was as deep as 12 mm below the skin surface. The intes-
tine and the blood vessel near the kidney were seated
6 mm deep. Figure 5d confirmed the depth of the kidney,
and Fig. 5e is an anatomical photograph showing the blood
vessel taken from the inside. Figure 5f was the volume
rendered 3D image.
IV. DISCUSSION
In this study, for the first time to our knowledge, the tho-
racic cavity, cervical area, and kidneys of small and large
animals were imaged using the deeply penetrating reflection-
mode PA imaging. However, several limitations exist in this
study: the small window between the ribs for the thoracic
cavity imaging, limited optical penetration depth in highly
absorptive tissues, and a relatively long scanning time. As
shown in the thoracic cavity image Figs. 2b and 2d, PA
signals could be detected from only part of the heart. The
heart was caged by the ribs and sternum, and this imaging
system employs raster scanning of a single ultrasonic trans-
ducer. Thus, the PA signals from the heart and other struc-
tures were blocked by the ribs and sternum, and as a result,
the transducer received the PA signals through the small win-
dows between the ribs. An ultrasonic array system might be
the solution for the small window limitation since it can be
tilted easily as in medical cardiac ultrasonography. With such
a system, PA imaging can be made more versatile, enabling
an efficient assessment of morphological changes in blood
vessels, such as the common carotid artery, jugular vein, left
cranial vena cava, and superior vena cava. Furthermore, PA
imaging can also image functions such as oxygen saturation
SO214,18 and blood volume.15
The left external jugular vein and left cranial vena cava
LS show higher contrast than the ones on the right-hand
side. The contrast difference was caused by the position dif-
ference of blood vessels in the region of acceptance angle of
the transducer Z direction. Since the focused ultrasonic
transducer was employed, when an object was in off-focus
zone, which is defined as −6 dB width of a pressure profile,
the PA amplitude of the object had to be at least twice lower
than in the focal zone. Normalization methods considering a
pressure profile of a transducer may be required to meet this
challenge.
In the in situ rabbit kidney imaging Fig. 5, the internal
structures were not revealed. The suspected reason is the
limited optical penetration. Since the optical fluence
15 mJ /cm2 used for these experiments was under the
ANSI safety limit fluence limit: 31 mJ /cm2, increasing op-
tical fluence within the safety limit can enhance the SNR. In
addition, the skin and muscle of the rabbit in the abdomen
were much thicker than those in a rat 5 mm. Thus, there
was more optical attenuation. In this study, to shorten the
acquisition time, PA signals were not averaged. With a real-
time ultrasonic array system, signal averaging will be avail-
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improve the imaging depth. In kidney imaging, animal posi-
tioning is another consideration since a kidney is surrounded
by liver and intestine. Improperly positioning an animal can
conceal a kidney in PA imaging.
The breathing motion will be another challenge in in vivo
organ imaging, limiting clear structural visualization. The
breathing motion irregularly changes the positions of internal
organs, causing image distortion. These changes are not eas-
ily predictable. Possible solutions might again be an ultra-
sonic array system with breathing gating. In addition, using a
high-pulse-repetition frequency laser, an array-based PA sys-
tem can potentially reach the frame rate of clinical ultra-
sonography. Employing an ultrasonic array system can also
enable the coregistration of a PA image with an ultrasonic
image, potentially providing more morphological and func-
tional information of organs.
In conclusion, we successfully imaged small animal vas-
culatures in the thoracic cavity and the cervical area of a rat.
Also, the internal structures of the kidney in a rat were
clearly imaged. This technique was then applied to a larger
animal, a rabbit, to image the abdominal cavity. In addition
to morphological imaging, PA imaging can potentially image
functional hemodynamics, such as hemoglobin concentration
and oxygen saturation with the use of multiple wavelengths
of laser light. With these morphological and functional capa-
bilities, cancer detection, assessment of cancer treatment,
monitoring of cancer-related physiological events, etc., can
be potential applications of PA imaging in the clinic.
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